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Technical Specification of Medical Waste treatment Autoclave, Horizontal

S.N.

Pu rc haser's Specifications Bidder's Compliance Sheeet

Autoclave, Horizontal Yes/'Nlo
Page No. in
Catalosue

Remarks

Manufacturer

Brand

Type / Model

Country of Origin

I Description of Function

l.l Prr-vacuum or high vacuum medical wasto treatment

autoclave.

2 Operational Requirements

2.1
Pre-vacuum or high vacuum medical waste treatmenl

autoclave required.

J System Configuration

3.1 Autoclave, Horizontal with cornplete with accessones-

4 Technical Speeifi cations

A Rectangular design autoclave shall be preferred.

B Capacity: Approx. 300L or Abovs

C

Industrial immersion type water heater to generirte steam

withir a reasonable period of time on 2/3 phase 2201440V

SOHZ ac supply-

D
Operating pressure: 20 PSI or more with accuracy of
tIPSI.

E Operating temperature: l2l oC or more.

F

lVlaterial of Construction:

a Triple walled construction.

b Outer/Inner chamber. Jacket. Door: SS 3M

c Steam generator: Non corrosive SS /Chromium plated

Brass.

d Heater Plate: Brass/Stainless steel.

Pipe Line: Complete with SS.

f LID: 304 SS with pressure locking device & silicon
gasket.

G Shall have temperature, pressure and vacuum gauges- Etc.

H should have dieital display

I

Safety Features:

a Gauge glass with safety valves.

b Heat resistant door silicon gasket for steam tight sealing.

w
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Purch aser's Specifi cations Bidder's Compliance Sheeet

Autoclave, Horizontal Yet/l'{o
Page No. in

Catalosuc
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5 Operating Environment

A

The system offered shall be designed to operate normally

under the conditions of the purchaser's country- The

conditions include Power Supply, Climate, Temperature,

Humiditv. etc.

B
Power supply: 220 _240 VAC or'140V460V, 50Hz fitted

with appropriate plug.

6 Standards and Safety Requirements

A
This unit must be certified to meet ISOI3485 or EN

134y'.5, or ASME BPV Code Section VIll, or equivalent

B CE approved product certificate.

C
Submit the IEC 61010-2-040 or equivalent certificate for

electrical safety.

7 User/Technician Training

Must provide user/technician training (including how to use

and maintain the equipment).

8 Warrantv

Comprehensive warranty for 2 years fiom acceptance.

9 Maintenance Service During Warranty Period

During the warranty period supplier must ensure

corrective/breakdown maintenance whenever required.

t0 lnsta llation end Commissi,oning

13

The bidder must arrange for the equipment to be installed

and commissioned by certifred or qualified personnel; any

prerequisites for installation to be communicated to the

purchaser in advance, in detail.

It Documentation

A, User (Operating) manual in English

E
List of important spare parts and accessories with their part

number and costing.

C

Certificate of calibration and inspection from factory for
frlter integrity, prcper air flow, flow rate demonstrated and

traceable etc-

Bidder mu^rt completelyfill the Technical Specifieation Form QSF). Only Yes/No/All complies should not be written

Page number in the catalogue of all the required parameters musl be clearly menlioned and highlighted. Failure in

doing so may lead to rejection of bidfron technical commitlee.


